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The Linear Quartz Thermometer — 
a New Tool for Measuring Absolute and 
Difference Temperatures 

A linear-temperature-coefficient quartz resonator 
has been developed, leading to a fast, wide-range thermometer 
with a resolution of .0001° C. 




It has long been recognized that the 
temperature dependence of quartz crys- 
tal resonators was a potential basis for 
the accurate measurement of tempera- 
ture. In practice, however, it has not 
previously been satisfactory to make 
wide-range temperature-measuring sys- 
tems based on quartz resonators be- 
cause of the large non-linearity in the 
temperature coefficient of frequency of 
available quartz wafers. Recently, how- 
ever, an orientation in quartz was pre- 
dicted and verified by Hammond' in 
the -hp- laboratories which resulted in 
a crystal wafer having a linear tem- 
perature coefficient over a wide tem- 
perature range. This new orientation, 
the "LC" (linear coefficient) cut. has 
permitted development of a "quartz 
thermometer" that measures tempera- 
tures automatically, quickly, and with 
very high resolutions on a direct digital 
display. Temperatures can be measured 
over a range from —40 C to +230 C 
to a resolution of .0001 C in 10 seconds 
— or faster with proportionately less 



Fig. 1. New linear Quartz Thermometer (foreground) uses quartz 
resonator as sensor to measure temperatures from —40'C to + 230 (' 
at resolutions up to .0001 C. Thermometer can measure tempera- 
ture at many-meter distances, and digitally-presented data can be 
recorded and processed by existing hardware. One calibration point 
oj Thermometer is established by freezing-point of tin ( +231.88 C ). 



SEE ALSO: 
Simplified pre sen tali on of 
transistor noise performance , p. 8 
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Fig. 2. Two-channel version of Quartz Thermometer ran measure 
temperature sensed by cither prohr or difjerenee between probes. 
Sensor itseillatar is normally located within cabinet but is self-con- 
tained and can he located externally for remote measurements. 



resolution in in ii-|)cnuve measure- 
ments. 

Iwo versions ol ihe thermometer 
have been designed, one "I which has 
two inputs to enable differential meas- 
urements el lempeiaturc. The two 
versions ol the instrument have each 
lii-eii designed in rend dirertlv in Fahr- 
enheit (— 10 I- u. f l.'.O 1") or in Cen- 
tigrade (Celsius) bin not both, 

1 1 is apparent on its face thai a tem- 
pel ature-mcasiiring instrument with 
ihe abcive < apabilitics has great value 

in many fields, but the instrumeni also 
has a number of additional charai tei 
isiiis thai are of much interest. It is 
possible, for example, for the instru- 
meni to make measurements through 
connecting Wires at distances of up to 
1(1,11(10 feel, with no adverse clle< t on 
measurement accuracy caused b\ lead 
length. Oilier unusual and interesting 
Characteristics arc discussed later. 

The thermometer's temperature- 
tensing quartz resonator is located in 
a small sensor probe which connects 
through .i length of cable to its OSCit- 

laior. The oscillator is located in the 
main cabinet bin i. in be physical]) 

removed as a iiuil to pel mil me.isiii ing 
temperatures ai a distance from the 
cabinet, The cabinet .otherwise con- 
tains what is essentially a special Ire- 
cpieiu\ COuntei which displays the 
measured temperature directly in nu- 
merical form on a digital readout. I he 

temperature measurements are made 



automatically, either repetitively or 
initialed singly with a panel push 
button in the maiiuei ol a IteijiientN 
counter, Repetitive readings can be 
made from I per second to I pa IS 
seconds. I hree styles ol sensoi probes 
have been designed to accommodate 
various measurement situations in- 
c hiding measurements in high-pressure 
environments. I he time constant ol 
each of the probes is only I second. 

RESONATOR TEMPERATURE 
COEFFICIENT 

Quartz wafers are widely used in 
- 15 MINUTES - — *1 



oscillatoi tin uiis to hold the operat- 
ing frequency constant. In this appli- 
cation, temperature has been the 
principal factoi influencing the stabil- 
ity ol quartz resonators. It was discov- 
ered some lime ago. however, that the 
lempet aline coelhc ieill ol frequency is 
both a iumtion n| the angle .11 which 

the tesonatoi is sliced from the parent 
crystal and of the temperature itself. 
In 1962, Bechmann, Hall.no and Lu- 
kas/ek ol ihe l .S. Signal Corps Lab. 
at Ft. Monmouth, \. |. reported an 

;mal\sis ol the first, second, and third 
order temperature coefficients ol fre- 
quency ol a number ol quartz resona- 
tor designs.-' This analysis made it 
possible to calculate 'he fust three CO 
efficients ol :i third-order expansion ol 
the temperature-dependem frequency 
loi a quartz crystal plate ol generalized 
orientation: 

I, D = f(0)(l +„T -f/j-p + yT ) 
Hec hmaiin used this ipproai h 10 Study 
cesonatoi orientations with a zero lnsi- 
order temperature coefficient (« = 0). 

Recently, Hammond, Adams, and 

Si Imiidl' ol the Hewlett-I'ac kaid Com- 

pain used this same approach to de- 
termine that an orientation existed in 
which ihe second and third ordei 

terms went to zero (/? = y — t)) while 
the d ist order term remained finite, 
□vis orientation occurred foi a thiik 
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Fig. .3. Recording of measure- 
ment made uith two-channel 
Quartz Thermometer of dif- 
ference between melting point 
of ice and triple-point of wa- 
ter By definition. Ihe latter is 
+ .01 Celsius (Centigrade I 
and is considered to be .01 
above ice melting point. 



Each small division represents 0004 C 
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ness-shear mode of operation desig- 
nated t he "JLC" ( in, foi Lineai Coeffi- 
cient of Frequency with temperature. 
This mi is the basis for ilic sensor de- 
sign used in (he new Quartz Ther 
niomeici . 

Resonators sliced in the LG orien- 
tation from high-quality synthetic 

single-i rvsi.d quart/ exhibit a tempera- 
ture coefficient of 35.4 ppm/°C. For 
use in the new thermometer, the res- 
onators .ue ground to the precise 
thickness and orientation required to 
achieve die linear mode while exhibit- 
ing a frequency slope <>( 100(1 c|>s I',. 
This sh>|>e is achieved .it .t third over- 
tone leson.inre near UH Mi v 

QUARTZ PROPERTIES 

Quartz-crystal wafers have certain 
desirable properties which make them 
valuable as resonators in frequency 

standards and time-keeping systems 
and which are equally important for 
temperature-sensing systems. Chief 
among these are quartz's high purity 



and chemic al stability. Further, quart/ 
is a hard material that cannot be de- 
formed beyond its elastic limit with- 



out fracture. It has almost perfect 
elasticity and its elastic hysteresis is 
extremely small. 



For digital thermometry, the ideal 
quartz crystal resonator should have a 
linear frequency-temperature character- 
istic. This characteristic can be well- 
represented over rather wide tempera- 
ture ranges for nearly all types of quartz 
resonators by a third-order polynomial 
in temperature The two degrees of 
orientational freedom which are signifi- 
cant in quartz resonators are just suffi- 
cient to adjust the second- and third- 
order terms to zero if a region of 
solution exists 

An analysis was made of the fre- 
quency temperature behavior of the 
three possible thickness modes for all 
possible orientations in quartz using 
Bechmann's constants. A single orien- 
tation of wave propagation was found 
for which the second- and third-order 
temperature coefficients are simultane 
ously zero The accompanying diagram 
shows the analytically determined loci 
of zero second-order and third-order 
temperature coefficients for the lowest 
frequency shear mode, the C mode, in 
a primitive orientational zone in quartz 
These loci cross at = 8.44" and * = 



R. Bechmann. A. D. Ballato. and T S Lu 
kas?ek, "Higher Order Temperature Coeffi 
cients of the Elastic Stiffness and Comph 
ances of Alpha Quartz." Proc IRE, Vol 50 
No 8. August. 1962 



THE LINEAR COEFFICIENT QUARTZ RESONATOR 

4> 
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13.0" Experimental 
studies indicate the 
actual orientation of 
zero second and 
third-order terms to 
be 0 = 11.17" and 
* = 9.39". The dis- 
crepancy between ob- 
served and predicted 
orientations is con- 
sistent with the accu- 
racy of the elastic 
and expansion con 
stants used in the 
analysis. A resonator 
cut at this orientation 
and operated on the 
C mode, has been 
designated the LC cut 
to indicate Linear Co 
efficient of frequency 
w.th respect to tern 
perature. 

At this orientation, 
the nonhneanty is re- 
stricted to the fourth- and higher-order 
terms which have been experimentally 
shown to be less than a few millidegrees 
over the temperature range from 0 to 
200"C. 

It is interesting to note that the fre- 
quency-temperature relationship was 




Solid Lmes ate 
Loci ol Zero 
Second-Order Temp 
Coefficient T| C - 



Analytically-determined loci of zero second-order 
I solid lines! and third-order (dashed lines) tempera- 
ture coefficients [or C mode in primitive orientational 
:<>nr in quartz. 



linearized w.th respect to the Interna 
tional temperature scale If a new tern 
perature scale is adopted in the future, 
minor adjustments can be made in the 
two orientational parameters of the LC 
cut to linearize relative to the new tem- 
perature Scale. — Donold I Hommond 
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Fig. 5. Close-up view of 
quartz sensor mounted 
on header. Sensor is la- 
ter sealed in helium 
atmosphere. 



Quartz, unlike the platinum 01 
nickel used in resistance thermome- 
ters, can be (bund in a natural stale 
that has a high degree of purity. Alpha 
quartz, the crystalline formation that 
exhibits a pie/o electric effect, is gen 
erall) found in Brazil, but American- 
made synthetic quart/ is new avail 
able. Hmli exhibit impurity levels oi 

less tli, in in |>|iin (an almost negligible 
amount), lis ordered crystalline sum 
ttue resists the plastic deformation 
that causes drift and retrace errors in 
resistance materials and permits the 
great Erequeney-stabiHtj found in 
quattZ crystal resonators. The short- 
term variations of indicated tempera- 
ture in the quartz thermometer, For 

example, aie much less than .0001 ('.. 

Quartz's as) mmetrit al si t m ture also 
provides control ol its temperature 
characteristic through angular orien- 
tation thai is unavailable in the amor- 
phous resistance materials. Platinum, 
for example, has a fixed deviation 



from the best straight line of .55% 
over the same range as the quartz 
thermometer, which is currently held 
to less than .o.v , . 

SENSOR CONSTRUCTION 

\fter the deposition ol gold elce- 
irodes on the surface ol the quarter 
iflch diametei quarts)! wafer, each wafei 
is brazed to three small ribbons which 
support it inside a TO-5 si/e tiansistor 
Case (Fig. 5}. I bus mounted, the 
quartz is remarkabl) immune from 
both drift and breakage. Drop tests 
have shown thai an acceleration ol 
more than 10.000 g's is required to 
fracture the crystal, and that no dis- 
cernible Shift in calibration occurs 

short of the point of fracture. Vibra- 
tion levels ol 1000 g's from 10 c/s to 
'iooo ( s have had no measurable 
effee t. 

I he wafer case is hernieticalh 
sealed in a helium atmosphere which 
provides both a good heat conduction 
path and a passive atmosphere for 

long term resonator stability. The 
wafei itseii dissipates only lo in- 
ternally, an amount of heat that con- 
tributes less than 0;©1 (- error when 
the sensor is in water Bowing at '_' ft. 
sec. 

Since slope and linearity are con- 
trolled c losc lv dining manufacture b\ 
the Orientation and thickness of the 
ctvstal and its gold electrodes, qualit] 
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Fig. 6. Bloel: diagram of circuit arrangement of two-channel 
Thermdmeter. Single-channel Thermometer circuit is simi- 
lar in principle hut does nut include second sensor channel, 
variable gate times, or difference-temperature capability. 



control is more precise than is possible 
with resistance thermometer materials. 

No detectable change in slope Ol Iff), 
earin after manulacturc has occurred 
in crystals tested to date. There is a 
i harac teristir "aging" ellec t that causes 
the frequency (measured at the ice 
point) to change about 0.01 "C per 
month but. because no slope changes 
occur, tec alibtation at the iie point 
alone is usuallv stiflic ieul. 

FREQUENCY TO DIGITAL CONVERSION 

l ite block diagram of the new ther- 
mometer i" Fig. li shows how elec - 
tionic counter techniques ale used 
with the quartz resonator oscillator to 
obtain a digital displav of tempera- 
ture, • The sensor oscillator output is 
compared to a reference f requeues of 
us. jos Me s. IU design, this frequency 
is also the sensor frequency at zero ele- 
grees. \s mentioned previously, the 
frequency of the quartz sensoi was 

i hoscn so that a slope ol 1000 ( ps '(. is 
obtained, i.e.. a temperature of 200 C 
produces a sensor freepieni s thai dif- 
fers Irom I he reference by 200 kc s. 
The clillei c ue c- freepienc y is detee ted in 

the mixer circuit, converted into a 

pulse series and passed to the elec- 
tronic display decades. Mete, it is 
counted lot a fixed length of time and 
the resulting count is displayed on 
"Nixie" tubes io provide a numerical 
readout 

The duration of the count is eon- 
trolled by the rcfeience oscillator, 
which drives the gale eemtrol-e ire nit 
through a frequent v divider chain. 
Ihe count accumulates at a rate of 
I ooo i s pet second pet C. difference 
Irom 0 (.. "I he counting or gating in- 
terval then determines the resolution. 

I he optional Fahrenheit scale is ob- 
tained by increasing the gale-time b\ 
a lac tot o| 'I ') and using a reference 

crvstal I.77S kc s lower in frequency 
than the Centigrade unit. This lower 
Frequency reduces the zero-reading 
point b\ I7~K'(., equivalent to S2 F. 

The reference crystal is mounted in 
a temperature-controlled oven to 
achieve a long-term drill of only a lew 
pails in Id 7 per month. Of less than 
0.005°C change in zero-setting per 
month. Short-term stability is such 
thai changes from leading to reading 
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Fig. 7. Single-channel 

Thermometer. Sensor 
oscillator ran also be 
used externally lor re- 
mote measurements. 




are less than 0.2 milliclegrees. unno- 
ticeableon ilic l-digil instrument and 
noticeable only when using tlieO.oool 
resolution si ale of ihc dual-channel 
insn ument. 

DIFFERENTIAL TEMPERATURE 
MEASUREMENTS 

The higher rcsoluiion of the two- 
i tunnel unit over the single-channel 
unit has been achieved In using a •>■ 
digit readout and lunger piling (sam- 
pling) intervals than the (MM second 
of the single-channel instrument In 
the two-channel unit, one ol three 

gating intervals can he selected In 
front panel push buttons. The 0.1- 
second gate provides temperature 
measurements in least increments of 
one hundredths ol a degree, the l-set- 
ond gale millidcgree iui lenient s. and 
the Kl-second gate tenths ol milli 

degrees. 

In this instrumeni. the preset num- 
ber in the time base dividers is adjust 
able with decade switches on the real 
ol the instrument. These provide a 
means of compensating for variations 
in the frequency temperature slope of 
individual probes dining the calibra- 
tion of the instrument. Being a digital 

technique, the adjustment is not a po- 
tential source of drift error. The two 
probes normally are supplied with 
slopes matched to belter than 0.05%. 
The zero temperature frequencies are 
matched close!) enough so thai trim- 
mers on the individual sensor oscilla- 
tors can provide an exac t zero indi- 
cation. 

The two channel instrumeni . which 
i an be programmed externally, may 
be svviic lied in indicate the absolute 
temperature sensed In either probe. 
Differentia] temperature measure- 
ments are obtained bv switching the 
instrumeni to measure the beat fre- 
quency between the two sensoi oscil- 
lators. 

To identify on which side of zero 
the measured temperature lies, the 
two-channel instrument has a polarity 
indicator circuit that compares the 
sensor oscillaiot output to the refer- 
ence frequency. The comparison de- 
termines which signal is higher in 
frequency and turns on a "-|_" or "— " 
indicator accordingly, in the differen- 



tial mode, the polaiily indicates 
whether probe T, is higher than or 
lower than probe I .. The polarity in- 
die aim can also be incorporated in the 
single- 1 hannel unit. 

SENSOR PROBES 

The ouiet shell of the three sensor 
probes is fabricated from type SfW 
stainless steel for chemical stability. In 
these probes the quart* wafer is sit- 
uated parallel to and about .01 inch 
away Irom the Hal circular end ol the 
probe and is sealed in a helium atmos- 
phere, as mentioned previously. The 
12-foot connecting cable has a dielec- 
tric and outei sheath of type r*FE 
teflon which can withstand tempera- 
tures up to 25H (".. The stainless steel 
shell on the probes is thin and of small 
diameter, resulting in a low thermal 
mass o| less than 10 B IT F (equiva- 
lent in heal capacitv to less than 0.5 
em of water) for the short probe. 

The low thermal conductivity of the 
thin-wall shell also results in a low 
value of stem conduction error This 
error is. lot example, less than 0.01", 

of the temperature difference between 
the lip and the threaded end ol the 
loilgei probe as measured in essenl iallv 

stationary water. 

Mtu b Work has also been done in 
the design of the ptola-s to achieve a 
low thermal time constant, which is 
less than I second as measured in 
warm water moving at 3 fps. 

The two longer probes arc equipped 
at the cable end with a fining that 
adapts the probes lor insertion into 
pipes and tanks. The finings have a 
standard r," National Pipe Thread. 
All probes may be used in pressures 
up to 3.000 psi. 




SENSOR OSCILLATOR 

The sensor oscillator is in a small 
die-cast aluminum case, as shown in 
Fig. 2, with a waterproof coaxial con- 
nector al each end. DC power lor the 
oscillator is supplied over the same 
■ able thai carries the oscillator fre- 
quency back to the instrument, The 
solid stale oscillator mav be operated 
within a temperature range of —20 (; 
to -f-70 C and shifts the indicated 

temperature by less than 0.001" pet 

degree ol ambient change. A trimmer 
is provided to shift the frequency of 
the osc illator slightlv I +50 cps) so that 
a pair of probes can be exactly 
matched. 

"Ihe oscillator-amplifier combina- 
tion provides virtually complete iso- 
lation between the sensor and any 
variations due to cable length and 
load. When some distance is required 
between the point of measurement 
and the instrument, a standard 70-ohm 
coaxial cable can be used lor an ex- 
tension; losses as high as 20 dB can be 
tolerated whic h permits a c able length, 
using R.G-59 U, as great as 1000 ft. For 
gteatei extensions, lower loss cables or 
boost ei ampliliers can Ik- used, and ii 
appeals likely thai lengths beyond 
10.0(10 Uei are entirely feasible. 

Ihe cable between the sensor and 
oscillator is necessarily fixed at i . : 
wavelength of 28 Mc s to reflect lin- 
en stal impedance directly to ihe osc il- 
latoi. 

DIGITAL OUTPUT 

An aclcluion.il advantage ol Quail/ 
Thermometers is that the measure- 
ment information is provided in a dig- 
ital form that is readily recorded or 
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Fig. 8. Quartz Thermometer (upper unit ) 
used with Scanner and Printer to measure 
and record up to 100 temperatures. Meas- 
urements can be recorded on paper tape 
as shown, or on punched tape, cards or 
magnetic tape. 



transmitted l"i processing. BCD out- 
puts tot direct coupling into digital 
recorders, such as the -hp- Model 
562A, arc included. 

Analog records such as thai shown 
in Fig. .1 may be obtained In using a 



Strip-chart recorder in conjunction 
with the analog output from the -hp- 
Model 562A Printer or the Model 
580A Digital-Analog Converter' 

REMOTE SENSING 

Since thesensoroscillatoroutput is a 
frequency-modulated radio-frequency 
signal, it opens the possibility for tele- 
metrii transmission by direc t radiation 
from the sensor oscillator alone at the 
2x.'> Mc/s frequency. Transmission in 
the range of existing telemetry receiv- 
ers may be had by multiplying the 
frequency four times to 112.8 Mr s. 
Telemetry receivers can be made to 
provide a frequency output propor- 
tional to temperature by using the 
quaru thermometer reference oscilla- 
tor as a beat frequency oscillator 
(BIO) and coupling the output signal 
to an clectionii counter, In this way 
one can realize the full precision of 
the Thermometer. 

The ability of the Quait/ Ther- 
mometer to transmit data in I'M form 
over long cable runs ;dso opens the 



possibility of improved precision in 
measuring temperatures at great 
depths and at many points in the 
ocean. The measurement information 
could l>e transmitted either by the ex- 
tended cable connection mentioned 
above ot by radio telemetry from float- 
ing buoys. 

RATE INPUT 

Since the Quart/ Thermometer has 
all the elements of an electronic fre- 
quency counter, it was convenient to 
arrange the two-channel instrument 
for use as a frequency counter. A sep- 
arate input terminal and a sensitivity 
control for input signals are on the 
front panel, and a front panel switch 
converts the instrument to a frequency 
counter having a maximum counting 
rale of 300 kc /s. 

CALIBRATION TECHNIQUES 

The temperature-sensing quartz res- 
onators are calibrated after being 
sealed in their cases but prior to 
mounting In probe shells. Calibration 
is accomplished by mounting eac h res- 



BRIEF SPECIFICATIONS 

-d r - MOOEIS 2800A ond 2801 A 
QUARTZ THERMOMETERS 

TEMPERATURE RANGE: -10 to +230'C (-40 
to - 450* f with Option Ml) 



RESOLUTION: 



MODEL 
NO. 


READING i 
RESOLU- 
TION 

CCor *F) 


FULL SCALE Dl SPLAT 


SAMPLE 
PERIOD 

(S«C.) 


!' e.\i-,oi.' 


*F Readout 


•c 


•F 


2SO0A 


1 


230.0 


4S0.0 


,01 


01 a 




.0! 


0230.00 


:jv> :0 


1 


.18 


2801 A 


.001 


230 000 


450.000 


1 0 


1.8 




.0001 


•12:30 0000 


< St 0 •- 


10.0 


18 0 



X *1 digit ambiguity in least significant displayed 
digit for ill sample periods. 

■ 'Hundreds' digit not displayed wtien using .0001' 
resolution. 



ACCURACY: Best accuracy determined by 
'Linearity' and 'Short-Term Stability,' listed 
below 

LINEARITY (ABSOLUTE): Better than 02'C 
'.Q4'F> from 0 to 100'C, referred to 
straight line through 0 and 100'C. 
Better than £ 15'C ( 27'F> from -40 to 
• 230*C, referred to straight line through 
0 and 200 "C 

MATCHED PROBES: With DY-2801A. probes 
are matched to better than ± l'C at 
200" C. or 05% of operating temperature 
(when zero set at icepomt) 

STABILITY 

SHORT-TERM Maximum variation from 
reading-to-reading at constant probe !em 
perature less than £ 0002'C 1.0004" F) 
for absolute measurements No reaojing- 
to-reading variation for differential meas- 
urements (excluding normal display am 



biguity of *1 count in least significant 
digit, 

LONG TERM: Zero drift less than - 01 "C 
(018*F) at constant probe temperature 
for 30 days. 

TEMPERATURE CYCLING: When used re 
peatedly over range from -40 to } 230'C. 
reading at O'C will not change by more 
than -*-.05*C (*09'F) Error decreases 
with reduced operating range. 

AMBIENT TEMPERATURE Reading changes 
by less than 001 'C per *C change in 
ambient temperature for instrument or 
sensor oscillator. 

RESPONSE TIME: Response to step function 
of temperature, measured by inserting 
probe into water at dissimilar temperature 
flowing at 2 fps; 

63.2% of final value in <1.0 sec. 
99 0% of final value m <4 5 sec. 
99 9% of final Value in <6.9 sec 

THERMAL MASS: 

OV-2850A (SHORT) PROBE: Equivalent to 
less than 0 5 gm of water 

SELF-HEATING: Less than 10 M w, contributes 
less than .01 *C error with probe immersed 
m water flowing at 2 fps 

INTEGRATION TIME: Defined by sample pe- 
riod selected: see Resolution.' 

SAMPLE RATE: Readings are taken in re- 
sponse to pushbutton or extern il signal or 
automatically at self-regulated intervals. 
Time interval between readings can be ad 
lusted at front panel from approximately 
2 to 5 sec 

POWER REQUIRED: 115/230 v ^10%. 50 to 
„ I DY-2800A. 65 w 

60 cps , oy 2801A. 85 w 

PROBE ENVIRONMENT: 

MEASURAND* Gases and liquids nonreac 
five with 304 stainless steel. Probes can 
be supplied in other materials such as 
316 stainless steel on special order 



TEMPERATURE: 200 to I 250'C (-330 to 
+ 480*F) Instrument zero may require 
readjustment on returning to proper oper- 
ating range from temperatures below 
about -100'C. 

PRESSURE: 3000 psi maximum. 

SHOCK. To 10,000 g. without change in 
calibration. Equivalent to 10 inch drop 
onto steel surface. 

VIBRATION To 1000 g at 1000 cps. 

NUCLEAR RADIATION. 

X Ray or Gamma Radiation. Levels to 10* 
roentgens are permissible. Radiation at 
this level may cause a frequency offset 
in the order of 1 ppm, which can be re- 
moved by heating probe to - 250*C. 

Neutron Radiation: Low energy (e.g 025 ev) 
thermal neutrons will not affect crystal 
Higher energy neutron radiation can be 
expected to cause permanent damage to 
crystal 

SENSOR OSCILLATOR ENVIRONMENT: Am 

bient temperatures from -20 to -*-70*C 
(_4 io -158"F) May be totally immersed, 
constituent materials are aluminum, nickel, 
neoprene, Teflon, epoxy paint. 

INSTRUMENT ENVIRONMENT: Ambient tern 
peratures from 0 to -55"Cf-32to • 130"F>. 
at relative humidity to 95% at 40*C. 

PRICE: 

MODEL DY 2800A QUARTZ THERMOMETER: 
With one Temperature Sensor. Model 
DY 2850C (unless otherwise specified). 
S2.250 

MODEL DY 2801 A QUARTZ THERMOMETER: 
With two Temperature Senses, Model 
DY 2850C (unless otherwise specified). 
S3.250 



Prices fob Palo Alto. California 
Data subject to change without notice 
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Fig. 9. Sensor probes presently designed for 
Quartz Thermometer. Probes ran he use in pres- 
sures up to 3.000 psi Fittings on longer probes 
facilitate measurements in tanks, pipes, etc. 



■ Miami ■ it st' ill .1 test prolie and oper- 
ating these in groups ol i>o in a tern- 

|K-latuic-< otiltolled oil bath 

F.u h probe is connected m. .■ sep- 
arate sensor oscillator, and the oscil- 
lators are scanned by •• scanner similar 
to i lie one in Fig. 8. The frequencies 

■ >( the resonators are printed sequen- 
tially On an -hp- 562A Recorder at 
eai li ■ alibratioii temperature. 

Eight calibration ternperaiures are 
used ranging from — 4.0' (; to -|-2-10 C 
in in steps- The calibration baths are 
monitored by a transfer standard cali- 
brated against an NB&certified plati- 
num resistance thermometer and 
Mueller biidge. The transfer standard 
is regularly c hec ked for drift in a 
triple-point cell, a certified tin-freezing- 
point standard, and against the freez- 
ing point ol triple-distilled mercury. 
II excessive drift is noted, the transfer 
standard can be recalibrated against 
the certified thermometer. These 
checks, plus the excellent short-ienn 
stability ol the temperature-controlled 
baths, achieve a calibration accuracy 
of 0.01 "C at all eight points. 

I he crystals are individually classi- 
fied into gtoups on the basis ol the 
zero degree frequency and the average 
slope. The grouping permits the 
matthing of probes for use in the dual- 
thaiinel instrument. 

I he ilala for ea< h sensor are applied 
to a computet program which provide* 
pieset numbers for the Ik-si average 
slopes to list- ovel both the " f- to 
KM) (. range and the lull - 10 C m 
-4-23(1 (. range. The computet also 
pi tuts a table ol deviations lor each 
range in Id steps so that corrections 
for the residua] lion lineal itv tan be 
applied in critical applications to the 
displayed readings. The maximum de- 
viations permitted are 0.02 (. lot the 
0 -100 range and 0.15 C for the full 
range ol the instrument. 
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THE INFLUENCE OF TRANSISTOR PARAMETERS 
ON TRANSISTOR NOISE PERFORMANCE 
— A SIMPLIFIED PRESENTATION 

Some factors that define the noise characteristics of junction 
transistors have been investigated and are presented here 
in graphic form. The data illustrate the magnitude of the 
noise parameters and their variation with operating point. 




KFoise in junction transistors is basi- 
cally a consequence of the motion of 
charge carriers in ilie semiconductor 
man-rial. The processes to which the 
noise characteristics can be attributed 
have been defined by A. van der Ziel' 
and have been incorporated into the T 
equivalent circuit of the transistor by 
Nielsen.- For an NPN transistor, the 
noise producing mechanisms which 
define the noise characteristics of junc- 
tion transistors are:' 

1. noise due to electrons passing 
from emitter to collector. 

2. noise due to electrons passing 
from emitter to base. 

3. noise due to electrons injected 
into the base returning to the 
emitter. 



' A van der Ziel, Shot Noise in Transistors." Proc. IRE. 
vol. 48. pp 114-115. January. 1960. 
> E. G. Nielsen. "Behavior ol Noise Figure in Junction 
Transistors." Proe. IRE. Vol. 45, pp. 957-963. July. 1957 
' These statements are formulated In terms ot the ma- 
jority carriers lelectronsl lor an NPN device merely tor 
simplicity. The processes are equally applicable to PNP 
transistors upon the appropriate substitution ot the 
malority carriers (holesl for the PNP transistor. 



I. noise due to electrons trapped in 
the emitter space-charge region 
recombining with holes coming 
from the base. 

5, noise due to electrons trapped in 
the emitter space-charge region 
returning to the emitter after l>e- 
ittg detrapped thermally, and 

li. thermal noise due to the extrinsic 
base resistance r/. 

The effect of these noise mechanisms 
was introduced by Nielsen into the T 
model of a junction transistor in the 
form of three unconelated noise gen- 
erators as shown in Fig. I (a) . 

In this model,' 1 the noise generator 
e Bh J represents the thermal noise in tin- 
base resistance r,,'. the noise generator 
i,,,- represents shot and thermal noise 
in the emitter-base diode, and the noise 
generator i n , ; represents the noise in 
the collet tor-base junction. The pur- 

■ This noise model does not Include the effect of 1/1 
noise: consequently, this discussion is limited to the 
frequency range above the 1/1 noise region which is 
typically below 1 lie. 



Fig. 1 (a). Noise model of a junction 
transistor in which the noise -producing 
mechanisms of the transistor are repre- 
sented in the T equivalent -model by three 
uncorrelat ed no ise generators. The noise 
generator e nl - represents the thermal 
noise in t he b ase resistance r b ', the noise 
generator f < represents shot and thermal 
noise in the em itte r-base diode, and the 
noise generator t M * represents the noise 
in the collector-base junction. 

Fig. 1(b). Noise model of a junction 
transistor in which the sources of noise 
within the device are represented by an 
external noise voltage generator e„ and 
an external noise current generator i„. 
77ip magnitude of each of these generators 
is determined from the magnitudes of the 
noise generators of Nielsen's model. 

pose of this disCUSStOn is to transform 
the noise sources of this model into a 
form which may more readily be evalu- 
ated experimentally and which may 
be more clear!] interpreted to de- 
termine the effect of transistor operat- 
ing point and transistor parameters on 
noise performance. 

INTERPRETATION OF 
NOISE MODEL 

A noisy twoport. i.e.. one with in- 
ternal noise-generating mechanisms, 
can be represented as a noiseless two- 
port with external noise generators. 
This transformation can be applied 
to Nielsen's model and these internal 
noise sources can be represented by an 
external noise-voltage generator e„ and 
an internal noise-current generator i„. 
as shown in Fig. I (b) . 

To assure the equivalence shown in 
Fig. I, the values of the noise genera- 
tors e„ and i, are determined b\ match- 
ing the terminal properties of the two 
models of the transistor. Under the as- 
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sumption thai Z, > >r„' and Z,.> >r,', 
the mean-square magnitudes of e n and 
of i„ are: 5 



e n - = 2kTBr.' + 4kTBr„' 

2kTB(r.' - r h ')= K,(f) 



2kTB 



F.tO 



(1) 
(2) 



I 



where F,(f) = I + ( : 

lor the comnion-l)ase and the common- 
emitter configurations, and 

I 



I + 



( f„ v/rr^: ) 



F ' (f) = - . + 

for the common collector configura- 
tion. 

The magnitude ol the noise-voltage 
genenuor e„ is composed of terms de- 
rived from each of the noise generators 
found in Neilsen's model. The noise 
Current is a result of the collector cur- 
rent generator i ni - which represents 
the noise in the collector-base junc- 
tion ol the transistor. 

GRAPHIC PRESENTATION 

OF e„ AND i n 

The variation in the magnitude of 
these two noise generators with the 




Fig. 2. Asymptotic representation of the variation in the magnitude of the 
noise-collage generator e n with emitter current with r,' and /?„ as run- 
ning parameters. Variation presented for a temperature (T ) oj 290' K 



1 These expressions are approximately true for all con- 
figurations, but exact only for the common-base ana 
common-emitter configurations. The noise contribution 
of Ico is neglected in this discussion. 



operating point (I K ) provides an in- 
sight into the noise properties of tran- 
sistors. This variation is graphic all) 
presented in Figs. 2 and 3 in which 
*/*•* and \f\^ are plotted on a jier 
scpiare-root cycle basis as a function ol 
emitter current. The frequency de- 
pendence of e„ 2 and of i„* shown in 
Equations I and 2 is neglected for this 
presentation. 

The magnitude of the noise-voltage 
generator e„ is an asymptotic approxi- 
mation based upon the dominant term 
ol the expression for ep of Equation I, 
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Fig. 3. The variation in the magnitude of the noise-current 
generator i n with emitter current with /}„ as a running pa- 
rameter. Variation presented for a temperature (T)ol290'K. 



In the graphical presentation, three 
regions of interest are apparent. In 
Region I, i.e., the left-hand portion of 
the curve in which vej? is denoted 
b\ a single line of negative slope, the 
magnitude of e„ is determined bv the 
noise associated with the emitter-base 
diode in Nielsen's model. In Region 
II. in which \ 'c„ : is denoted by a series 
of horizontal lines (one for each value 
of r,,') , the magnitude of e„ is de- 
termined by the noise associated with 
the extrinsic base resistance (r,,') of 
the transistor. In Region III, in which 
is denoted by a series of lines of 
positive slope, the magnitude of e n is 
determined by the noise associated 
with the col let tot -base dicxle and is 
strongK mlltienced by the value of fi„ 
of l lie transistor. The magnitude of the 
noise-current generator i„ as shown in 
Fig. 2 decreases as the emitter current 
decreases and as the value of /?„ for 
the transistor increases. 

NOISE FACTOR 
OF LINEAR TWOPORTS 

In evaluating the noise performance 
of a twoport. a useful measure is that of 
noise factor. Noise factor is a measure 
of the deterioration of the ratio of sig- 
nal power to noise power as the signal 
passes through a noisy twoport. Noise 
factor can also be considered as a 
measure of the noisiness of a twoport 
relative to the noisiness of the source 



• 9 • 

©Copr. 1949-1998 Hewlett-Packard Co. 



Fig. 4(a). Dependence ol the optimum value of noise 
factor (F„) on the emitter current with r t ' and /?„ as 
running parameters. The lowest value of F„ is obtained 



hy biasing the transistor in the low-noise region (be- 
low 125 iia for r h ' 100'.'. as shown in this figure). 
Presentation constructed for a temperature of 29Q°K. 



Helerence line 
on Overlay 



■V Sea 
on Uiderlay 



fl, Curves on Ovular 




Overlay Slides Horizontally In 
Position Reterence line on 
Ti Scale on Undeilay 



Fig. 4(b). Illustration of the manipula- 
tions required in Fig. 4(a) to show the 
effect of r,' upon the positioning of the 
curves of F„. The magnitude of r h ' de- 
termines the value of emitter current 
v« which defines the low-noise region of tran- 
eru, sistor operation. To show the effect of this 
parameter, the curves on the overlay are 
slid horizontally to position the reference 
line (the junction between Regions I and 
II ) on the desired value of r 6 ' an the r,,' 
scale of the underlay. This presentation 
shows the positioning of the F„ curve for 
a different value of r b '. 



driving the twoport. The best possible- 
value of noise factor is unity, i.e.. there 
is no degradation ol t lie input signal- 
to-noise ratio as the signal passes 
through the amplifier. For such a case, 
ihe iwoport would be noiseless and the 
amplifier could be termed ideal. Noise 
faclor is defined at the reference tem- 
|>eraturc T„ where T„ = 290 K. 

An expression for noise (actor can 
be formulated in terms of the magni- 
tudes of i he noise-voltage generator 
and of the noise-< urrent generator. The 



noise factor (Fj 
expressed asi* 

F= 1 + 



i| ,i twoport can be 



i„ - V.e 



=P ' (3) 



where t,,*=4kTJ?G l (the mean- 
sipiare noise current associated with 



* H. A. Haus and others. "Representation of Noise in 
linear Iwoports." Free. IRE. Vol. 48. p 73. January, 
1960. 



the complex source admittance Y. = 
G. + jB.) . 

Under the assumption thai Y, = G, 
and that the correlation between e„ and 
i„ may be expressed by the real correla- 
tion coefficient. 7 y, this expression be- 
comes 



F 



1 



4kT„B 

+ e^G, + 2 V \/e n 



(•») 



Since G. appears both in the numera- 
tor and in the denominator ol this 
expression, noise factor max be opti- 

' the n*ar>sautrp sum of two wiadies *s 



It - U\ 



' : I. 1 + 2ll| • I|' 

- 1? - JjiT, - 17 



Based upon rhrs definition . •epresems if* rusmtvde o' Inat portion 
ol ln€ dtvra£f product ol i and ■> (AM p'0vde> t ccrtn&utKi* 10 thff 

■aaMQNrt sun 



mi/ed (minimi/ed) with respect to the 
source conductance (resistance) ('•,. 
The optimum value of conductance 

(G„) is: 



G„ = 



(5) 



The corresponding optimum value of 
noise factor (F„) is: 



F„ = I 



2kT..B 



GRAPHIC PRESENTATION 
OF F AND R 

Based upon the foregoing defini- 
tions, the optimum value of noise 
factor (F„) and the optimum value 
of source resistance (R„ = l/G„) can 
be determined for anv transistor. A 
graphical interpretation of this infor- 
mation is presented in Figs. I and "> 
as a function of the transistor operat- 
ing point. 

The asymptOlll presentation of 
noise fat tor F , in Fig. 1 shows thai the 
value ol F, increases as emitter curreni 
is increased. The lowest \.due of F"„ 

i> build in the left hand portion of the 
graph in which F„ is represented by a 
sequence of horizontal lines, one for 
each different value of /?„. This region 
corresponds to Region 1 as previous!} 
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Fig. 5(a). Dependence of the optimum value of source re- 
sistance I II,. I mi the emitter current leith r,' and ft,, as run- 



ning parameter*. The presentation is positioned for r,' 
Kit)'.', and is constructed for a temperature (T ) of 290° K 



defined. J hi- next portion ol the pre- 
sentation describes the variation oi F.. 
111 Region II and the final portion de- 
s< 1 1 Ins tlu- variation in Region III. 

I liis pi csent. 1 1 inn ol F„ provides an 
insight into the inllticnec of transistor 
operating |>oint ami transistor parame- 
ters upon the noise ( harat tei isiii s ol 
a devite. The lowest value ol noise 
I. ii lot ok tits ill the region of low 
emitter nil rent, i.e., in Region I. In 
this region ol low noise. 

The point nl transition From Region I 
io Region II is stronglv influenced l)v 
the value ol r,,' since the transition 
point is defined l>\ the current at which 
r„' = r.'/2 (see Fig. 2) . This inlhicnce 
of r,' is shown in Fig. 4 by the r,,' scale 
appealing; at the junttion ol Regions 
I and II. I his figure is drawn for an 
i ' nl lOOfl, i.e.. the emitter current 
which defines the transition |n>int is 
l25/<a. If another value of rj were 
selected, this asymptotic curve must 
In- positioned eithi'i to the lefl 01 10 
the right bv placing the transition 
|K>int on the appropriate value ol r,.' 
>>n the scale shown. For large values 
of r h '. the current which defines this 
upper boundary of the low noise 
region is decreased. 

Based u|>on the presentation of Fig- 
ure -I. a transistor that is to provide 



Fig. 5(h). Manipulations required in Fin 
5(a) to show the effect of r,' upon the 
positioning oj the curves ol It,,. To position 
the curves oj R. for various rallies of r,'. 
the desired value of r,' is selected on the 
r,' scale on the right-hand side of the 
underlay. The /J„ curves of the overlay 
are positioned so that they coincide with 
thi' corresponding fj„ curves on the under- 
lay. This positioning of the curves of the 
overlay defines the variation ol with 
emitter current for any value of r ft " 
selected. 



low noise amplification should have 

these properties: 

I. a low value of r„' so that the 
lowest value ol F„ tan he ob- 
tained ai higher cut rents | a con- 
dition which provides higher 

values lot the gaiii-bantUvidlli 

product (i T > °f 'he transistor]: 

and 

L\ a high value of /?„ since F'„ is in- 
verse!) proportional to \ r fL- 
This presentation indicates the lowest 
value ol noise lactoi jmssihle for any 
transistor and the tratisistoi parame- 
ters and Operating point neiess.uv to 
realize this optimum value of noise 
fat toi . 

The optimum value ol noise factor 
tan only l»e obtained when the device 
is driven with its optimum value of 
source resistance. R„. An asymptotic 
presentation ol R as a dilution of 
emitter current with /?,, as a running 
parameter is shown in F"ig. 5. These 



fl 0 Cunes 
on Underlay 



r b Scale on Underlay 




r.'lme Intercepts 
Sim ANGIE Vert.cal Scale 

(Parallel to Underlay Curves) 

contours are foimed lot a value of r,,' 
,,l inn;; In the same mannei as Out- 
lined above, this presentation must be 

positioned to correspond to the par- 
titular value of r,,' selected. This ap- 
proximation to R„ shows that, as the 
emitter current is increased, R„ de- 
creases. In the low noise region 
I Region I) , 



r = ...'\vr 



(8) 



SUMMARY 

The above graphical representation 
of \ 'e„ : . \/i„-. F„. and R„ provides a 
dearer insight into the noise charac- 
teristic of junttion ti aiisistors. The 
asvmptotit presentation indiiates: 

1. the measurable magnitudes ol 
the equivalent noise sources. e„ 
and i„: 

2. the effect of r,.' in tlefining tin- 
low noise region of iransistoi op 
eration: and 
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S. the minimum magnitude of F„, 
i.e., F„ = 1 + 1/ 

One final point which is significant 
in the design of low-noise transistor 
amplifiers is the effect ol variations in 
source resistance upon the noise factor 
ol the amplifier. The noise factor of a 
transistor amplifier in terms of the de- 
vil c parameters is:* 



F„ = l + 



2R, + R, 



2/U/R. (9) 

Rewriting this expression as a qua- 
dratic equation in the unknown R. 
pro\ ides a convenient means for de- 
termining the range of source resis- 
tance over which the noise factor of 
the amplifier will be less than or equal 
to a specified value: 

R • R.|2(r,.' + 0 2/J„r,.' ( F — 1 ) ] 
+ (r,/ + r„y + 2/3.X / (r,,' + r,.'/2) = 0 

(10) 

I Ins expression is graphical!) pre- 
sented in Fig. 6 under the stipulation 
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Pig. •>. Contours of constant noise /actor as a /unction of the re- 
sistance of the source driving the transistor and the emitter 
current of the transistor for r b ' = tOOQ and /}„ = 100. The single 
line curve marked R. is the variation of the optimum value of 
source resistance with operating point. 



1 This expression Is approximately true tor all configura- 
tions, but enact only for the common-base and common- 
emitter configurations. 



that r,,' = 100n and fi„ = 100 for vari- 
ous \alui s ol iniiNC fat tor (F) . The 

single line curve marked R„ (which 
intersects the contours of constant 
noise factor) is the variation of the 
optimum value of source resistance 
with operating point. This curve and 
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the asymptotic variation of R, of Fig. 
5 agree quite favorably. 

GENERAL 

This discussion has presented some 
ol the factors which define the noise- 
characteristics of junction transistors. 
The asymptotic interpretation of the 
noise parameters of the transistor illus- 
trates the magnitude of these parame- 
ters and their variation with operating 
point. This presentation is an inter- 
pretation of the noise performance of 
junction transistors as described bv 
Nielsen's model. The discussion does 
not consider the influence of I /f noise 
on noise performance nor do any of 
the curves incorporate the high fre- 
quency noise characteristics of tran- 
sistors. The information presented can 
be applied to any of the three tran- 
sistor configurations. 
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